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CVRx requires training for physicians who wish to use this system. 
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How Supplied 

The implantable components of the Neo Legacy system and implant accessories have been sterilized using 
ethylene oxide gas. CVRx has supplied these components in a sterile package for direct introduction into the 
operating field. 

Implantable Pulse Generator 

Supplied in a single package as a kit with the following configuration: 

• One sterile IPG Model 2100 with therapy OFF 

• One sterile port plug 

• One sterile torque wrench  

Programmer System 

Programmer Interface Model 9010 with USB cable. 

The Programmer Software is to be installed on a computer equipped with a USB interface. 



   
 NEO LEGACY SYSTEM PREPARATION 

BAROSTIM NEO LEGACY REFERENCE GUIDE 7-2 

Inspection Prior to Use 

Implantable Pulse Generator 

Carefully inspect the IPG sterile package before opening. 

The implantable components are supplied STERILE and for SINGLE USE

Do not use on or after the “Use By” 

. Do not use if the 
package is opened or damaged. Return the package and/or contents to CVRx.  Reuse of this product 
may result in malfunction or adverse events such as infection or death. 

 date. Return the unopened package to CVRx. 

Before opening the IPG package, establish a communication session with the IPG. If the reported 
battery voltage is less than 2.85V, return the package, unopened, to CVRx. 

Materials Recommended for Implantation and/or Explantation 

• A table or stand outside the sterile operating field to hold the Programmer System. 

• Optional Accessories 

- CVRx Accessory Kit, Model 5500 

Cleaning the Programmer System 

If the Programmer System requires cleaning, clean the system components with a soft cloth dampened with 
water. Do not allow pooling or ingress of liquid into the Programmer Interface enclosure. 

Programmer System Set Up 

Insert the USB I/O cable connector into the USB I/O port on the Programmer Interface by pushing the 
connector into the port until it clicks into place. Make sure the connection is secure. 

Insert the USB I/O cable into any empty USB port on the computer to connect the Programmer Interface.  
Make sure the connection is secure. 

NOTE: The cables can be connected with the computer powered ON or OFF. 

Confirm that Programmer Interface is connected correctly by checking to see if the green light on the 
Programmer Interface is lit. 
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The Programmer System can be used to: 

 Interrogate, adjust, and monitor the therapies being delivered by the IPG 

 Monitor IPG status information such as battery voltage and end of service indicators 

Navigating 
Use the pointing device to navigate the Programmer Software. In this section, the word “click” indicates 
depressing the left pointing device button to perform the required action.  In this section, text in Blue 
indicates the text appears on the software screen. 

User login 
After powering up the programmer you will be requested to login.  Click the CVRx User and enter the 
password. 

Language and Region Selection 
The Programmer System can be configured to operate in one of several language and regionalization 
configurations.  Use the Language and Region Selector application to select the desired configuration.  
Open the Language and Region Selector by clicking on the Windows Start icon in the lower left corner of 
the screen and selecting Language and Region Selector from the Start menu.  A list of items made up of 
language followed by country or region is displayed, as in Figure 6. 

 

Figure 6  Language and Region Selector Screen 
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Scroll through the list to find the desired setting, click the row containing the setting, and click Switch to 
Selection.  If the selected language differs from the current language, the PC will reboot.  If the desired 
language is not available, a language pack installer needs to be obtained from your local CVRx 
representative or distributor. 

Starting the Application 
Double-click the CVRx icon labeled CVRx Launcher to start the software application. 

NOTE: When the software is started, it automatically looks for the Programmer Interface. If the 
software cannot find the Programmer Interface, a warning message will be displayed. Plug the 
Programmer Interface into the computer USB port before continuing. 

Connection Dialog 
When the Connection Dialog window appears, verify that the system time, date, and time zone on the 
programmer is correct.  If not, click the Set… button to correct the time. 

The Discovery status should indicate In progress…  While Discovery is in progress, all Neo and Neo 
Legacy IPG devices within telemetry range will be displayed in the list of IPGs discovered. 

In order to establish communication, first select the device by clicking on the row containing the desired 
patient identification and serial number information.  This will highlight the row.  Ensure that the patient 
identification and serial number of the selected IPG matches that of the device implanted in the patient 
being treated.  If an incorrect device is selected, a telemetry link will be established with an IPG that is not 
the one implanted in the patient being treated. 

Note: If the desired IPG does not appear on the list, move the Programmer Interface closer to the patient 
until the device appears. 

After the proper IPG is selected, click on the Connect button to start communication.  The application will 
then display the Main Screen. 

The IPG is automatically interrogated by the Software Application so that the current device settings are 
always available. 

If an IPG error is encountered, a device error status will be displayed. 

An automated adjustment of the IPG day clock takes place at the beginning of a session. The software sets 
the time of day clock/calendar of the IPG equal to the computer time of day clock/calendar. 

Main Screen 
The Main Screen of the application contains the Patient Identification, IPG Status, Therapy Settings, and 
Schedule windows.  This screen provides a view of all pertinent therapy related settings.  It also provides 
the Session Notes space to allow entry of any notes to be included in the Session Summary Report.  The 
Session Summary Report, which contains the final therapy parameters and all pertinent session information, 
can be generated by clicking the Save Report… button.  When the communication session is completed, 
the user can press End Session…  This returns the software to the Device Selection Screen. 

Note: There are times when the keyboard must be used to enter information.  In some locations, the 
keyboard layout in use may be different than what is shown on the laptop keys.  The current keyboard 
layout is denoted by a two-letter code on the application status bar.  The keyboard layout can be 
temporarily changed by pressing and holding one of the Alt keys followed by pressing one of the Shift 
keys.  To permanently change the keyboard layout, change the default keyboard layout using the Language 
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Incorrect severe lead angle from header  Incorrect placement of lead behind IPG 

Figure 12: Incorrect Placement of Excess Lead Body 

7. Tie the suture used to secure the IPG to the fascia. 
8. If a subfascial pocket is used, close the fascia over the IPG. 
9. Irrigate the pocket with an antibiotic solution. 
10. Check the impedance of the system to assure the adequacy of the electrical connections.  
11. Consider infiltrating the incisions with local anesthetic 
12. Close the incisions per the surgeon’s usual practice.  

Pre Discharge Device Testing 
1. The patient should be seated or in a hospital bed at an angle of approximately 45°-90°. The patient should 

sit with back and arms supported for at least 5 minutes before blood pressure measurements are taken. 
Push the Edit and Test button for one of the Therapies. 

2. Measure baseline office cuff blood pressure and heart rate. It is recommended that  the patient demonstrate 
the following hemodynamic values to proceed with response testing: 

• Heart rate of > 50 BPM 
• Systolic blood pressure > 100 mmHg 
• Diastolic blood pressure > 60 mmHg 

3. Initiate CSL activation (typically at 2 mA and 65 µs) by checking the box of the desired Pathway and 
pressing Test Now. 

4. It is recommended that the IPG be programmed to lower settings (Including Off) if:   
• Heart rate falls below 50 BPM or  
• Systolic arterial blood pressure falls below 90 mmHg or 
• Diastolic blood pressure falls below 50 mmHg or 
• Problematic tissue stimulation is noted or 
• Any other potentially hazardous patient responses are observed 

5. Wait approximately 1 minute 
6. Record the patient’s hemodynamic and/or physiological response. 
7. Repeat steps 2 through 6 at increasing pulse amplitude to optimize settings. 
8. Other parameters including, but not limited to, pulse width, frequency, and pathway (if applicable) can be 

tested independently using a similar process if desired. 
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Recommendations 

Lead explantation should be considered with caution if, in the opinion of the treating physician, it is medically 
necessary. 

The surgical approach and techniques for the explantation of Neo Legacy will vary with the preference of the 
explanting surgeon. Although the approach and the techniques may vary, essential requirements for proper and 
safe explantation are included in this section. Should the IPG require explantation, the electrode(s) (one or both 
sides if applicable) may or may not have to be removed at the same time depending on the clinical situation. 

Antibiotic Coverage – Not Infected 

If the device is being removed for reasons other than infection, it is recommended that an antibiotic providing 
gram-positive coverage be administered within 30 minutes of the skin incision and continued postoperatively 
for 24 hours following the procedure. 

Antibiotic Coverage – Infected 
If the device is being removed due to an infection and cultures have identified the responsible bacteria, 
antibiotics that would be effective against identified bacteria should be initiated preoperatively and continued 
postoperatively until signs of infection have resolved (normal temperature, white blood cell count, and 
differential white blood cell count). Otherwise it is recommended that broad spectrum antibiotics be initiated 
preoperatively and antibiotics be narrowed when culture and sensitivity results are available from 
intraoperative cultures. 

IPG Explantation 

CAUTION:  Palpate the site of the IPG and lead prior to first incision to verify the lead is not under the 
targeted incision site for IPG removal. 

NOTE: Electrocautery at a low but effective power can be used to minimize the potential of damaging the 
leads during dissection.  Do not use scalpels on or near the CSL as damage could occur leading to failure of the 
lead. 

1. Initiate a telemetry session with the IPG and press the Stop button.  Save Report (if desired) and End 
Session. 

2. Open the incision inferior to the clavicle over the implanted IPG. 
3. Dissect down to the IPG. Portions of the leads may need to be dissected in order to remove the IPG. 
4. Cut the fixation sutures. Prior to removing the IPG, it is recommended to disconnect the leads from the 

connector ports (refer to steps 5 and 6). Remove the IPG from the pocket. 
5. Using the torque wrench, turn the setscrews counterclockwise to loosen the setscrews for each CSL 

connector. 
6. Remove the CSLs from the IPG connector ports. 
7. Remove the IPG from the sterile field. 
8. Return the explanted IPG to CVRx for examination and proper disposal. 

NOTE: Prior to returning the IPG, obtain a CVRx Returned Goods Authorization kit and follow the procedure 
contained within it. 
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The following information should be provided to patients who are implanted with Neo Legacy. 

 Neo Legacy is designed to supplement, not replace other therapy measures such as medications, diet, exercise, 
and lifestyle modification. 

 Implantation requires the patient to carry an identification card to provide information to security personnel at 
public institutions with metallic screening security systems. 

 The IPG requires periodic replacement due to depletion of the unit’s batteries. 

 Implantation requires the patient to return for regular follow-ups to check the operation of the system and 
response to therapy. 

 Patients should contact their physician if they have any of the following symptoms. 
♦ They experience symptoms that may be related to the therapy. Symptoms include unusual 

stimulation of tissue near the lead electrode tips; slight tingling or twitching of neck muscles; 
difficulty in talking or swallowing. 

♦ They experience increased symptoms of dizziness, feeling faint, light-headedness, chest pain, 
increasing shortness of breath, or edema. 

♦ Their systolic pressure falls below 90 mmHg and/or their diastolic pressure falls below 50 mmHg. 
♦ Their heart rate falls below 50 BPM. 

Warning: Certain medical procedures such as Magnetic Resonance Imaging (MRI), diathermy therapy including 
shortwave, microwave, or therapeutic ultrasound diathermy are contraindicated following the implantation. 
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Radiopaque Identifier 
The IPG has a unique radiopaque identifier that allows medical personnel to use X-ray to identify information 
about the implanted medical device. An example of an IPG radiopaque identifier is shown in (Figure 13) along 
with a description of the identifying characters. 

 
Figure 13: Radiopaque Identifier 

The radiopaque identifier indicates the following. 

• CVRx as the company for which the IPG was manufactured. 
• The model of the IPG (example: A4 = Model 2100). 
• The year in which the IPG was manufactured (example: 11=2011). 

The following graphic shows the general location of the IPG (Figure 14). 

NOTE: The device may be implanted on patient’s right or left side. The following illustration shows the 
device implanted on the patient’s right side. 

 
Figure 14: Implanted Location of IPG 

ECG Artifact 
Artifacts in ECG tracings may be seen when the IPG is active. 

Temporarily Inhibiting the IPG Output 
The magnet is intended to be available to a primary care physician and emergency medical services personnel. 
Use the CVRx Magnet to temporarily inhibit the IPG output when the output is active.  Position the center hole 
of the magnet over the area of the IPG connector block and leave in place to inhibit output.  Remove the 
magnet to resume prescribed IPG therapy. 
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CVRx Contact Information 

CVRx, Inc. 
9201 West Broadway Avenue, Suite 650 
Minneapolis, MN 55445 USA  
Phone: (763) 416-2840 
Fax: (763) 416-2841 
Email: engineering@cvrx.com 
www.cvrx.com 

Programmer System and Warning messages 

This section provides a list of System and Warning messages you may encounter while attempting to use the 
CVRx Programmer Software Application: 

System/Warning Message Possible Cause(s) Troubleshooting 

PGM005 - Programmer Not 
Connected 

PGM006 - Programmer 
Connection Problem 

PGM007 - Programmer Failure 

IPG013 - Programmer Not 
Connected 

• Poor USB connection 

• Damaged Programmer 
Interface 

• Damaged Programmer 
Interface USB cable  

1. Ensure Programmer Interface USB cable is 
properly connected. 

2. Ensure Programmer Interface USB cable is not 
cut or otherwise damaged. 

3. Ensure green power indicator is lit on 
Programmer Interface. 

4.  Disconnect, and then reconnect the USB 
cable. 

5. If problem persists, exit and then restart 
application 

6. If problem persists contact CVRx 

Implanted device does not 
appear on Discovery screen 

Unable to connect to selected 
IPG 

Poor or no telemetry signal 
while in session 

• Loss of communication. 1. Ensure that the Programmer Interface is placed 
in its upright position with no obstructions 
between the Programmer Interface and the 
IPG. 

2. Ensure the Programmer Interface front or back 
side label is facing the IPG. 

3. Ensure the distance from the Programmer 
Interface and the IPG is no more than 2 
meters. 

4. If problem persists exit and then restart 
application 

5. If problem still persists contact CVRx 

If there is still a problem after following the troubleshooting steps above, save a diagnostics file.  This file 
should be sent to CVRx for advanced trouble shooting support.  To save the diagnostics file, insert a USB drive 
into the PC.  Open the CVRx Launcher application, go to the Programmer Diagnostics button and select Save 
PGM Diagnostics. 

If software stops responding to keyboard or pointer device input: the user may use task manager (accessed by pressing 
ctrl-alt-delete) and close the application.  The user can then restart the application.  If that is unsuccessful, the programmer 
computer can be restarted to recover functionality.
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IMPORTANT NOTICE – LIMITED WARRANTY 
This Limited Warranty is provided by CVRx, Inc. 9201 West Broadway Avenue, Suite 650, Minneapolis, 
MN 55445. 
 
This LIMITED WARRANTY assures the patient who receives Neo Legacy (referred to as the “Product”) 
that, should the Product not function to specification for any reason other than battery depletion within 
one year after implant (“Warranty Period”), CVRx will provide a replacement at no charge.  If the 
Product’s battery is depleted during the Warranty Period, CVRx will provide a replacement at 
a discounted cost.  The discount will be based on the ratio of the time remaining in the Warranty Period 
on the date of depletion to the entire Warranty Period. 
All Warnings contained in the Product labeling are an integral part of this LIMITED WARRANTY. 
To qualify for the LIMITED WARRANTY, these conditions must be met: 
The Product must be used prior to its “Use By” date. 
The Product must not have been repaired or altered outside of CVRx’s control in any way which, in the 
judgment of CVRx, affects its stability and reliability.  The Product must not have been subjected to 
misuse, abuse or accident.  
The Product must be returned to CVRx within 30 days of discovery of the potential non-conformity 
leading to a claim under this LIMITED WARRANTY.  All returned Product shall be the property of CVRx 
CVRx is not responsible for any incidental or consequential damages, including but not limited to 
medical fees, based upon any use, defect, or failure of the Product, whether the claim is based on 
warranty, contract, tort, or otherwise. 
This Limited Warranty is made only to the patient who receives the Product.  As to all others, CVRx 
makes no warranty, express or implied, including but not limited to, any implied warranty of 
merchantability or fitness for a particular purpose, whether arising from statute, common law, custom or 
otherwise.  No such express or implied warranty to the patient shall extend beyond the period of one (1) 
year.  This Limited Warranty shall be the exclusive remedy available to any person. 
 
The exclusions and limitations set out above are not intended to and should not be construed so as to 
contravene any mandatory provisions of applicable law. If any part or term of this LIMITED WARRANTY is held 
by a court of competent jurisdiction to be illegal, unenforceable, or in conflict with applicable law, the validity of 
the remaining portions of this LIMITED WARRANTY shall not be affected and all rights and obligations shall be 
construed and enforced as if this Disclaimer of Warranty did not contain the particular part or term held to be 
invalid. 
No person has any authority to bind CVRx to any representation, condition or warranty except this Limited 
Warranty. 
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The transmitter in the Implantable Pulse Generator has been certified under IC: 9464A-IPG210A. 

The transmitters in the Programmer Interface have been certified under IC: 9464A-PGM901. 

The term “IC:” before the equipment certification number only signifies that the Industry Canada technical 
specifications were met. 

This device may not interfere with stations operating in the 400.150-406.000 MHz band in the meteorological aids, 
meteorological-satellite, and earth exploration-satellite services and must accept any interference received, including 
interference that may cause undesired operation. 

Operation is subject to the following two conditions: (I) this device may not cause interference, and (2) this device 
must accept any interference, including interference that may cause undesired operation of the device. 
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Programmer System 
Specification Value 
Operating temperature 50° F to 95° F (10° C to 35° C) 

If equipment has been stored at temperature extremes, then the equipment 
should be placed at operating temperature for at least 1 hour prior to use. 

Atmospheric pressure 525 mmHg to 760 mmHg (700 hPa to 1010 hPa)(10.2 psia to 14.7psia) 
Vibration 0.5G, 10 to 500 Hz, 0.5 octave/min sweep rate 
Storage/shipping 
temperature 

-4o F to 140o F (-20o C to 60o C) 

Storage/shipping humidity 5% to 90% relative humidity 

Programmer System Components 
Component Specification Value 

Programmer Interface Power Supply Input From computer 

Programmer System 

IEC60601-1-2 System 
Clause 

Additional equipment connected to medical electrical equipment must comply 
with the respective IEC or ISO standards (e.g., IEC 60950 for data 
processing equipment). Furthermore, all configurations shall comply with the 
requirements for medical electrical systems (see IEC 60601-1-1 or clause 16 
of the 3rdEd. Of IEC 60601-1, respectively). Anybody connecting additional 
equipment to medical electrical equipment configures a medical system and 
is therefore responsible that the system complies with the requirements for 
medical electrical systems. Attention is drawn to the fact that local laws take 
priority over the above-mentioned requirements. If in doubt, consult your local 
representative or the technical service department. 

Programmer Interface 

IEC60601-1-1 System 
Clause 

The Programmer Interface is suitable for use in the patient environment. 

Computer 
Specification Value 
Safety and EMC 
Requirements 

• EN 60950-1 

• UL 60950-1 

• EN 55022 
• EN 55024 

• FCC Part 15 Class B emissions 
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Miscellaneous Information 
Description Information 
Type of protection against electric shock The Programmer Interface is not mains powered equipment. 
Degree of protection against electric shock The Programmer Interface meets IEC 60601-1-1 touch current 

requirements. 
Degree of protection against the ingress of 
water 

Ordinary 

Methods of sterilization or disinfecting Cannot be sterilized. 
Information regarding electromagnetic or 
other interference and advice regarding 
avoidance as necessary. 

Do not use in the proximity of equipment that generates 
electromagnetic interference (EMI). EMI may cause a disruption 
in programmer function. Examples are cell phones, x-ray 
equipment, and other monitoring equipment. 

Accessories or materials used with 
equipment that may affect safety. 

Programmer Interface cable. 

Cleaning and maintenance, with frequency Refer to section on Cleaning the Programmer System if system 
appears dirty or soiled. 
No preventative maintenance is required. 
Do not use programmer system if programming unit or cables 
appear damaged. 
There are no serviceable items.  
Please contact CVRx representative to return product for service 
or replacement. 

Equipment Supply Disconnect Unplug power cord to isolate equipment from supply mains.  
Manufacturer Name CVRx, Inc. 
Model #s Programmer System: Model 9010 

IPG: Model 2100 
Accessory Kit: Model 5500 
Magnet: Model 5000 

Disposal of Product Please contact CVRx representative to return product to CVRx.  
Product should not be disposed of in trash. 
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Pulse Generator 
Specification Value 
Connectors No sensing 

Bipolar Stimulation 
1.5 mm lead pin bore diameter 
3.48 mm lead shaft bore diameter 

Mass 60 grams 
Height 72 mm 
Width 50 mm 
Thickness 14 mm 
Volume < 40 CC 
Materials Titanium Can 

Tecothane Header 
Silicone Seals 
Stainless Steel Setscrews 

Leads This device is compatible with CVRx lead Models 101x only 
Materials in Accessory Kit Port plug is comprised of a Stainless Steel shaft and silicone body 
Battery 1 carbon monofluoride and silver vanadium oxide cell 

7.50 Ah Theoretical Capacity 
Current Consumption and 
Nominal Projected Life 

Current Consumption depends on parameter settings.  See Section  8 
for details. 

Disposal of Product Please contact CVRx representative to return product to CVRx.  
Product should not be disposed of in trash. 
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Pulse Generator Parameters 
Parameter Units Programmable Values 
Therapy Schedule 
From/To Times for Therapy (N) or 
Therapy Off 

 
HH:MM 
 

Up to 3 entries allowed 
Any time during the day 
In 15 minute steps 

Output Pathway for Therapy (N) NA Left, Right, Both 
LEFT Pulse Amplitude 
for Therapy (N) 

 
milliamp 

 
0.8 to 25.0 

RIGHT Pulse Amplitude 
for Therapy (N) 

 
milliamp 

 
0.8 to 25.0 

LEFT Pulse Width 
for Therapy (N) 

 
µs 

 
15to 1205 

RIGHT Pulse Width 
for Therapy (N) 

 
µs 

 
15 to 1205 

Therapy Frequency 
for Therapy (N) 

 
PPS 

 
10 to 100 
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Programmer System EMC Precautions 

The Model 9010 Programmer System needs special precautions regarding Electromagnetic Compatibility (EMC) 
and needs to be installed and put into service according to the EMC information provided in this guide. 

Portable and mobile RF communications equipment can affect the Model 9010 Programmer System. 

The use of power cords or USB cables other than those supplied with the Model 9010 Programmer System may 
result in increased emissions or decreased immunity.  

The Model 9010 Programmer System should not be used adjacent to or stacked with other equipment.  If such use 
is required, then the Model 9010 Programmer System should be observed to verify normal operation in this 
configuration. 

Programmer System RF Specifications 

The Model 9010 Programmer System may be interfered with by other equipment, even if that other equipment 
complies with CISPR emission requirements.  The RF telemetry operating specifications are: 

MICS band 402-405 MHz.  The effective radiated power is below the limits specified in: 

 Europe: EN ETSI 301 839-2 

 USA: 47 CFR 95 Subpart I 

 Canada: RSS-243 

2.4 GHz band 2.4-2.4835 GHz.  The effective radiated power is below the limits specified in: 

 Europe: EN ETSI 301 328 

 USA: 47 CFR 15.249 

 Canada: RSS-210 
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Table 3: Electromagnetic Emissions 

Guidance and manufacturer’s declaration – electromagnetic emissions 

The Model 9010 Programmer System is intended for use in the electromagnetic environment specified 
below.  The customer or the user of the Model 9010 Programmer System should assure that it is used in 
such an environment. 

Emissions Test Compliance Electromagnetic  environment – guidance 

RF emissions 
CISPR 11 Group 2 

The Model 9010 Programmer System must emit 
electromagnetic energy in order to perform its intended 
function.  Nearby electronic equipment may be affected. 

RF emissions 
CISPR 11 Class B 

The Model 9010 Programmer System is suitable for use in all 
establishments, including domestic establishments and those 
directly connected to the public low-voltage power supply 
network that supplies buildings used for domestic purposes. 

Harmonic emissions 
IEC 61000-3-2 Class A 

Voltage fluctuations / 
flicker emissions 
IEC 61000-3-3 

Complies 
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Table 4: Electromagnetic Immunity 

Guidance and manufacturer’s declaration – electromagnetic immunity 

The Model 9010 Programmer System is intended for use in the electromagnetic environment specified below.  
The customer or the user of the Model 9010 Programmer System should assure that it is used in such an 
environment. 

Immunity Test IEC 60601 test level Compliance level Electromagnetic  environment – 
guidance 

Electrostatic 
discharge (ESD) 
 
IEC 61000-4-2 

± 6 kV contact 
 
± 8 kV air 

± 6 kV contact 
 
± 8 kV air 

Floors should be wood, concrete or 
ceramic tile.  If floors are covered 
with synthetic material, the relative 
humidity should be at least 30 %. 

Electrical fast 
transient/burst 
 
IEC 61000-4-4 

± 2 kV for power 
supply lines 
 
± 1 kV for input/output 
lines 

± 2 kV for power supply 
lines 
 
± 1 kV for input/output 
lines 

Mains power quality should be that 
of a typical commercial or hospital 
environment. 

Surge 
 
IEC 61000-4-5 

± 1 kV line(s) to line(s) 
 
± 2 kV line(s) to earth 

± 1 kV differential mode 
 
± 2 kV common mode 

Mains power quality should be that 
of a typical commercial or hospital 
environment. 

Voltage dips, short 
interruptions and 
voltage variations 
on power supply 
input lines 
 
IEC 61000-4-11 

<5 % UT 
(>95 % dip in UT for 
0,5 cycle) 
 
40 % UT 
(60 % dip in UT for 5 
cycles) 
 
70 % UT 
(30 % dip in UT for 25 
cycles) 
 
<5 % UT 
(>95 % dip in UT for 5 
s) 
 

<5 % UT 
(>95 % dip in UT for 0,5 
cycle) 
 
40 % UT 
(60 % dip in UT for 5 
cycles) 
 
70 % UT 
(30 % dip in UT for 25 
cycles) 
 
<5 % UT 
(>95 % dip in UT for 5 s) 
 

Mains power quality should be that 
of a typical commercial or hospital 
environment.  If the user of the 
Model 9010 Programmer System 
requires continued operation 
during power mains interruptions, it 
is recommended that the Model 
9010 Programmer System be 
powered from an uninterruptible 
power supply or a battery. 

Power frequency 
(50/60 Hz) 
magnetic field 
 
IEC 61000-4-8 

3 A/m 3 A/m 

Power frequency magnetic fields 
should be at levels characteristic of 
a typical location in a typical 
commercial or hospital 
environment. 

NOTE    UT is the a.c. mains voltage prior to application of the test level. 
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Guidance and manufacturer’s declaration – electromagnetic immunity 
The Model 9010 Programmer System is intended for use in the electromagnetic environment specified below.  
The customer or the user of the Model 9010 Programmer System should assure that it is used in such an 
environment. 

Immunity Test IEC 60601 test level Compliance level Electromagnetic  environment – 
guidance 

 
Conducted RF 
IEC 61000-4-6 
 
 
 

 
3 Vrms 
150 kHz to 80 MHz 
 
 
 

 
3 V 
 
 
 

Portable and mobile RF communications 
equipment should be used no closer to any 
part of the Model 9010 Programmer 
System, including cables, than the 
recommended separation distance 
calculated from the equation applicable to 
the frequency of the transmitter. 
 
Recommended separation distance 
 
 

Pd 



=

3
5,3  

Radiated RF 
IEC 61000-4-3 

3 V/m 
80 MHz to 2,5 GHz 

3 V/m 
Pd 



=

3
5,3

  80 MHz to 800 MHz 

 

Pd 



=
3
7

  800 MHz to 2,5 GHz 

 
where P is the maximum output power 
rating of the transmitter in watts (W) 
according to the transmitter manufacturer 
and d is the recommended separation 
distance in metres (m). 
 
Field strengths from fixed RF transmitters, 
as determined by an electromagnetic site 
survey,a should be less than the 
compliance level in each frequency range.b  
 
Interference may occur in the vicinity of 
equipment marked with the following 
symbol: 
 

 
NOTE 1   At 80 MHz and 800 MHz, the higher frequency range applies. 
 
NOTE 2   These guidelines may not apply in all situations.  Electromagnetic propagation is affected by 
absorption and reflection from structures, objects and people. 
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a Field strengths from fixed transmitters, such as base stations for radio (cellular/cordless) telephones and 
land mobile radios, amateur radio, AM and FM radio broadcast and TV broadcast cannot be predicted 
theoretically with accuracy.  To assess the electromagnetic environment due to fixed RF transmitters, an 
electromagnetic site survey should be considered.  If the measured field strength in the location in which 
the Model 9010 Programmer System is used exceeds the applicable RF compliance level above, the 
Model 9010 Programmer System should be observed to verify normal operation.  If abnormal 
performance is observed, additional measures may be necessary, such as re-orienting or relocating the 
Model 9010 Programmer System. 

b Over the frequency range 150 kHz to 80 MHz, field strengths should be less than 3 V/m. 
 
 

Table 5: Separation Distance 

Recommended separation distance between portable and mobile RF communications 
equipment and the Model 9010 Programmer System 

The Model 9010 Programmer System is intended for use in the electromagnetic environment in which radiated 
RF disturbances are controlled.  The customer or the user of the Model 9010 Programmer System can help 
prevent electromagnetic interference by maintaining a minimum distance between portable and mobile RF 
communications equipment (transmitters) and the Model 9010 Programmer System as recommended below, 
according to the maximum output power of the communications equipment. 

Rated maximum 
output power of 

transmitter 
 

W 

Separation distance according to frequency of transmitter 
m 

150 kHz to 80 MHz 

Pd 



=

3
5,3

 

80 MHz to 800 MHz 

Pd 



=

3
5,3

 

800 MHz to 2,5 GHz 

Pd 



=
3
7

 

0,01 0,12 0,12 0,23 
0,1 0,37 0,37 0,74 
1 1,2 1,2 2,3 

10 3,7 3,7 7,4 
100 12 12 23 

For transmitters rated at a maximum output power not listed above, the recommended separation distance d in 
metres (m) can be estimated using the equation applicable to the frequency of the transmitter, where P is the 
maximum output power rating of the transmitter in watts (W) according to the transmitter manufacturer. 
 
NOTE 1   At 80 MHz and 800 MHz, the separation distance for the higher frequency range applies. 
 
NOTE 2   These guidelines may not apply in all situations.  Electromagnetic propagation is affected by 
absorption and reflection from structures, objects and people. 
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